Effect of membrane potential on dialysis of calcium in a continuous-flow system.
Electical potentials across the membrane in a modified AutoAnalyzer dialyzer (Technicon) have been determined under various conditions and related to the dialysis of 45Ca. The results suggest that anomalies in the diffusion of calcium from protein and nonprotein containing streams could be due to factors other than "Donnan equilibrium effects."